Laboratory evaluation of the Koné "Progress" discrete analyzer.
The Koné "Progress," a discrete analyzer for use in clinical chemistry, was evaluated. The apparatus exhibited a high degree of precision and linearity, and no carryover. Results correlated well with those obtained with our routine equipment [Olli C + D (Koné), G-300 (Greiner), and Corona (Clinicon)].